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A standard methodology for quantitatively evaluating neutralizer toxicity against Acanthamoeba castellanii
does not exist. The objective of this study was to provide a quantitative method for evaluating neutralizer
toxicity against A. castellanii. Two methods were evaluated. A quantitative microtiter method for enumerating
A. castellanii was evaluated by a 50% lethal dose endpoint method. The microtiter method was compared with
the hemacytometer count method. A method for determining the toxicity of neutralizers for antimicrobial
agents to A. castellanii was also evaluated. The toxicity to A. castellanii of Dey-Engley neutralizing broth was
compared with Page’s saline. The microtiter viable cell counts were lower than predicted by the hemacytometer
counts. However, the microtiter method gives more reliable counts of viable cells. Dey-Engley neutralizing
medium was not toxic to A. castellanii. The method presented gives consistent, reliable results and is simple
compared with previous methods.

Acanthamoeba keratitis is a severe and potentially sight-
threatening ocular infection associated with contact lens wear
(2, 17, 18, 27) and is more prevalent with daily-wear soft con-
tact lenses (19). The Acanthamoeba organism has been iso-
lated from diverse environmental sources, particularly water
sources (16) and can exist in two forms: the motile trophozoite
and the double-walled cyst (3, 4). In the encysted state, they
are protected from unfavorable environmental conditions and
are resistant to killing by freezing (6), desiccation (23), and
numerous antimicrobial agents (20). Since the accelerated in-
cidence of contact lens wear-related Acanthamoeba keratitis in
the mid 1980s (27), several methods for testing contact lens
disinfection systems against Acanthamoeba organisms have ap-
peared in the literature. The lack of a standard methodology
for testing disinfectants against Acanthamoeba organisms re-
sults in confusion and inconsistencies regarding the effective-
ness of the disinfection systems (14, 15). A variety of methods
have been utilized to evaluate contact lens disinfection systems
against Acanthamoeba organisms and to neutralize the active
ingredients in the systems. These methods include studies of
the presence or absence of motile trophozoites after disinfec-
tant exposure and neutralization with Norton’s neutralizer
containing catalase and sodium thiosulfate (12); hemacytome-
ter counts of cells after 24 h of disinfectant exposure (5);
exposure times followed by washing of cells from challenged
solutions with phosphate-buffered saline (30) or neutralizing
Page’s saline containing 0.7% lecithin and 0.5% Tween 80 (24),
with subsequent plating onto bacterial lawns; and standard
plaque assays succeeding disinfectant exposure and washing
with 0.15% KCl (10) or a nonspecific neutralizing solution
(11). Also, stains such as lactophenol cotton blue have been
used for rapid detection of cysts in tissue samples. However,
trophozoites did not stain as well as cysts (29). It is evident that
there is a need for standardized methods for the assessment of
contact lens disinfection systems against Acanthamoeba organ-
isms.

In the present study we have developed a quantitative tech-
nique for evaluating neutralizer toxicity against Acanthamoeba
castellanii trophozoites by using microtiter plates, detection of
amoeba tracks on non-nutrient agar plates overlaid with a
bacterial lawn for viability determination, and the 50% lethal
dose endpoint computation developed by Reed and Muench
(26) for quantitating the number of survivors. Because of the
use of antimicrobial agents in contact lens care products, the
toxicity to Acanthamoeba organisms of antimicrobial neutral-
izers was a concern. A modified neutralizer toxicity evaluation
found Dey-Engley neutralizing broth to be suitable for Acan-
thamoeba recovery, and therefore, this broth could be used to
facilitate the neutralization step needed in testing of contact
lens disinfecting solutions. The Dey-Engley neutralizing broth
contains many of the neutralizers necessary for testing most of
the contact lens disinfection systems available today. Our
method combines a technique for viability determination, an
accurate quantitation method, and a neutralizing medium for
testing disinfectants against A. castellanii.
Organism. Axenic cultures of A. castellanii (ATCC 30234)

were obtained from the American Type Culture Collection
(Rockville, Md.). All procedures were performed in a biolog-
ical safety cabinet, and safety guidelines pertinent to working
with Acanthamoeba organisms were followed.
Media and reagents. Peptone-yeast extract-glucose medium

(PYG) was used to grow the cultures of A. castellanii (21).
Dey-Engley neutralizing broth (DE broth) (Difco) was used as
the neutralizing dilution blanks. DE broth contains sodium
thioglycolate, sodium thiosulfate, sodium bisulfite, Polysorbate
80, and soybean lecithin to neutralize the mercurials, halogens,
aldehydes, and phenolic and quarternary ammonium com-
pounds, respectively (7, 8). The composition of DE neutraliz-
ing broth is presented in Table 1. Page’s saline was used as the
control dilution blanks (9).
Growth of A. castellanii. Stocks of A. castellanii cysts main-

tained at 2708C were gradually thawed and axenically grown
by inoculation into a 150-cm2 tissue culture flask containing
100 ml of PYG broth for approximately 7 to 10 days to obtain
motile trophozoites. The organisms were then axenically sub-
cultured in PYG broth for 7 to 10 days at 30 to 358C. The tissue
culture flasks were scraped with a sterile cell scraper to dis-
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lodge adherent organisms and gently rocked back and forth to
resuspend the scraped cells. Suspensions were prepared by
centrifugation of the PYG broth suspension at 1,3003 g for 20
min at room temperature in a Sorvall centrifuge (model
RT6000B; Sorvall Instruments) and decanting the PYG broth
to leave a pellet of amoeba. The pellet was resuspended in
Page’s saline.
Hemacytometer counts. The amoeba suspension was diluted

1:10 to facilitate counting with a hemacytometer (Levy cham-
ber; Hausser Scientific). The hemacytometer count was per-
formed to get a general idea of the initial concentration of
amoeba in the inoculum on day 0, since the bacterial overlay
plate counts would not be determined until day 14. The hema-
cytometer chamber was loaded with the amoeba suspension
and counted on a microscope (model FX.35A; Nikon) at a
magnification of 3100. Staining was not performed. The sus-
pensions contained 1.0 3 105 to 1.0 3 107 amoeba per ml after
adjusting for the dilution factor. A hemacytometer count of
1.0 3 106 amoeba per ml correlates to a count of 1.0 3 104

track-forming units (TFU) per ml from the Page’s saline dilu-
tion or DE broth dilution, since a 1:100 dilution in the respec-
tive diluents was made. The hemacytometer count included
viable and nonviable amoeba.
Preparation of bacterial lawns. This procedure uses non-

nutrient agar overlaid with an Escherichia coli (ATCC 8739)
lawn to detect viable organisms. The E. coli cells were inocu-
lated into a sterile flask containing 100 ml of Trypticase soy
broth (TSB) 48 h prior to testing. After 24 h of incubation at

30 to 358C, the E. coli cells were centrifuged at 1,3003 g for 20
min at room temperature. Trypticase soy broth was decanted,
and the bacteria were resuspended in Page’s saline. With a
sterile pipette, each of the wells of the flat-bottom six-well
tissue culture plates containing 4 ml of solidified non-nutrient
agar in each well received 0.2 ml of the bacterial suspension.
The plates were gently tilted back and forth in order to evenly
distribute the bacterial suspension. The plates were left un-
stacked at room temperature overnight to allow Page’s saline
to evaporate, leaving a smooth, dense lawn of bacteria.
Procedure for the assessment of toxicity to A. castellanii of

neutralizing medium. An A. castellanii suspension was inocu-
lated into tubes containing 10 ml of Page’s saline with 0.1 ml of
the inoculum (1:100 dilution) and further diluted by removing
0.1 ml of the solution and immediately diluting in tubes con-
taining 0.9 ml of DE broth (1:10 dilution). Similarly, an inoc-
ulum control was prepared by inoculating 10 ml of Page’s
saline and diluting in Page’s saline (1:10 dilution). This also
served as a positive control. The tubes containing 10 ml of

FIG. 1. Acanthamoeba track formations magnified 3100.

TABLE 1. Dey-Engley neutralizing brotha

Neutralizer Composition
(%) in broth Chemical to be neutralized

Sodium thioglycolate 0.1 Mercurials
Sodium thiosulfate 0.6 Halogens
Sodium bisulfite 0.25 Aldehydes
Polysorbate 80 0.5 Phenolic compounds
Lecithin (soybean) 0.7 Quaternary ammonium compounds

a Data summarized from Engley and Dey (8). Dey-Engley neutralizing broth
(Difco) also contains tryptone (0.5%), yeast extract (0.25%), glucose (1.0%), and
bromcresol purple (0.002%).

TABLE 2. Example of raw data and computation of log survivors

Dilution
Readinga on day 14 in well:

Computationb

Positive Negative
Total

Ratio %
1 2 3 4 Positive Negative

1021 1 1 1 1 4 0 11 0 11/11 100
1022 1 1 1 1 4 0 7 0 7/7 100
1023 1 1 2 2 2 2 3 2 3/5 60
1024 1 2 2 2 1 3 1 5 1/6 17
1025 2 2 2 2 0 4 0 9 0/9 0

a Final observations were made on day 14. Symbols: 1, tracks were present in the well; 2, tracks were absent.
b Calculated according to Reed and Muench (26) as shown below:

(i) Proportionate distance 5 (percent survival at dilution next above 50%) 2 50%/(percent survival at dilution next above 50%) 2 (percent survival at dilution next
below 50%)

(ii) log survivors 5 proportionate distance 1 dilution factor next above 50%

Example:

(i)
~60 2 50!
~60 2 17!

5
10
43

5 0.23

(ii) 100.23 1 103.0 5 103.23 5 log 3.23 or 1.7 3 103 TFU/ml
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Page’s saline were thoroughly mixed for 30 s and the dilution
blanks were mixed for 10 s with a vortex mixer. Each dilution
was plated by removing four 0.1-ml samples and placing them
in four separate flat-bottom tissue culture wells with an E. coli
lawn. All tissue culture plates were taped securely around the
edges within 24 h after the test to prevent drying out. The
plates were incubated at 30 to 358C for 14 days.
Procedure for determination and quantitation of survivors.

The plates were inspected on days 2, 7, and 14 with an inverted
microscope (DIAPHOT-TMD; Nikon) at a magnification of
3100 for the presence of tracks. As the amoeba migrated over
the agar surface engulfing the E. coli cells that formed the
bacterial lawn, the agar underneath became visible, resulting in
the formation of tracks. TFU refers to the amoeba that formed
the track. TFU per milliliter represented the number of viable
amoeba per milliliter from the tube that contained 10 ml of
Page’s saline which was plated on bacterial overlay plates and
correlated with the number of amoeba per milliliter from the
hemacytometer count; however, the hemacytometer count in-
cluded nonviable amoeba and viable amoeba and therefore
was consistently higher. Figure 1 shows A. castellanii track
formations on an E. coli lawn magnified 1003. Table 2 shows
an example of how raw data was recorded. Table 2 also shows
how the Reed-and-Muench computation was applied to the
raw data to quantitate surviving organisms. If initial and inter-
val inspections showed a well to be negative, it was not re-
corded as negative unless it was still negative on day 14. Pos-
itive wells were recorded as soon as detected.
Observations. The hemacytometer counts were derived di-

rectly from the hemacytometer and included viable and non-
viable cells because viability is a distinction that cannot be
determined with the microscope. The numbers of viable or-

FIG. 2. Comparison of recovery methods for A. castellanii.

TABLE 3. Comparison of Page’s saline and DE dilution counts
of A. castellaniia

Test no.
Log10 count

Hemacytometerb Page’s dilutionc DE dilutiond

1 4.0 3.3 3.2
2 4.3 2.5 3.5
3 4.3 3.8 3.5
4 4.9 4.8 3.7
5 5.1 4.3 4.5
6 5.1 4.5 4.5
7 5.3 4.3 4.3
8 5.1 4.8 4.7
9 5.1 4.5 3.7

Mean 6 SD 4.8 6 0.5 (A)e 4.1 6 0.8 (B) 4.0 6 0.5 (B)

a Tests performed with trophozoites. All counts (excluding the hemacytometer
counts) were done by diluting the samples and plating in quadruplicate on
non-nutrient agar with an E. coli overlay. The Reed-and-Muench computation
(26) was used to calculate the final counts.
b Theoretical hemacytometer count after a 1:100 dilution. Viable and nonvi-

able amoeba were detected.
c The Page’s saline dilution consisted of 0.1 ml of the initial count from the

hemacytometer inoculated into 10 ml of Page’s saline and diluted in Page’s
saline.
d The DE broth dilution consisted of 0.1 ml of the initial count from the

hemacytometer inoculated into 10 ml of Page’s saline and diluted in Dey-Engley
neutralizing broth.
e Analysis of variance with least significant difference t test (F 5 5.05, P 5

0.0148, degrees of freedom 5 2,24). Means with the same letter in parentheses
are not significantly different.
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ganisms from Page’s saline dilution and DE broth dilution
were determined with microtiter plates. The 50% lethal dose
endpoint method developed by Reed and Muench (26) was
used to determine counts from the Page’s saline dilution and
DE broth dilution microtiter plates.
A comparison of the hemacytometer counts, the Page’s sa-

line dilution counts, and the DE broth dilution counts for nine
separate tests are summarized in Table 3. The average log10
count on the hemacytometer was 4.8 6 0.5. The hemacytom-
eter count was consistently higher than the Page’s saline dilu-
tion count and the DE broth dilution count, because the he-
macytometer count included dead organisms as well as viable
organisms. Once the organisms were plated on non-nutrient
agar with an E. coli lawn, only viable organisms were detected.
The Page’s saline dilution count and the DE broth dilution
count were within 0 to 1.0 log10 of one another, as shown in
Fig. 2. Most values (log10 counts) were within 0.5 log10 with the
average log10 count for the Page’s saline dilution count being
4.1 6 0.8 and the DE broth dilution log10 count being 4.0 6
0.5. The means for the Page’s saline dilution and the DE broth
dilution were not significantly different.

The amoeba tracks were easily seen with an inverted micro-
scope. Results were recorded for each tissue culture well, al-
lowing titers to be determined by the Reed-and-Muench com-
putation. The data showed that DE broth was suitable for
recovering A. castellanii.
Discussion. Standardized methods for testing contact lens

disinfection systems against Acanthamoeba organisms are
needed in order to effectively evaluate the systems. An accu-
rate quantitation technique that also detects viability, as well as
an antimicrobial neutralization method that allows for success-
ful recovery of the organism, is necessary. Table 4 shows the
advantages and disadvantages of present Acanthamoeba test-
ing methods.
The active ingredients in contact lens disinfecting solutions

can be neutralized either by dilution or by use of specific
reagents that inhibit their activity. Previous studies have used a
variety of methods to halt the antimicrobial action against the
organism. Single and multiple centrifugations and washings of
samples to remove the antimicrobial agent have been used (13,
22, 30), adding the risk of possibly weakening the organism (1).
Another study used dilution of the antimicrobial agent to fa-

TABLE 4. Comparison of methods used for Acanthamoeba testing

Study Quantitation Viability detection

Larkin et al. (12) Positive and negative results only Bacterial overlay plates

Connor et al. (5) Hemacytometer Organisms left for 1 week in tryptose
phosphate broth and recounted

Zanetti et al. (30) Percentage of viable amoeba determined by degree of
growth compared with controls

Bacterial overlay plates

Penley et al. (24) Degree of turbidity observed for lenses; positive and
negative results for solutions

Bacterial overlay plates

Hugo et al. (10) Standard plaque counting assay Agar sandwich technique

Kilvington et al. (11) Plaque counting Bacterial overlay plates

Ludwig et al. (13) Positive and negative results only Bacterial overlay plates

Nauheim et al. (22) Hemacytometer Bacterial overlay plates

Perrine et al. (25) Most probable number Bacterial overlay plates

This study (quantitative method for
evaluating neutralizer toxicity)

Reed-and-Muench computation Bacterial overlay plates
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cilitate neutralization (25). Separate studies have employed the
use of neutralizing media, such as Page’s saline with lecithin
and Tween 80, as well as neutralizing media to which catalase
and sodium thiosulfate was added. These media are sufficient
for neutralizing antimicrobial agents. However, the DE broth
we used in our study already contains several neutralizers nec-
essary for testing most of the contact lens disinfection systems
available today, and therefore preparation of media is com-
paratively simple. DE broth contains sodium thioglycolate, so-
dium thiosulfate, sodium bisulfite, Polysorbate 80, and lecithin
and may be considered a “universal neutralizing medium.”
The specific reagents used for neutralization of antimicro-

bial agents may be toxic to the test organism, and therefore, it
is important to test the growth promotion (neutralizer toxicity)
qualities of the neutralizing medium. DE broth was formulated
to inhibit the activity of a wide range of disinfectants while
allowing bacterial growth. The neutralizer efficacy of DE broth
for bacteria has been demonstrated in previous studies (7, 28).
Neutralizer toxicity is determined by comparing growth of the
organism in the neutralizing medium (without the disinfectant)
with growth of the organism in a medium known to be nontoxic

to the organism. DE broth was utilized as the neutralizing
medium, and Page’s saline was used as a medium nontoxic to
Acanthamoeba organisms. Here we show that DE broth can be
used to facilitate the neutralization step needed for testing
contact lens disinfection systems against A. castellanii, because
dilution of challenged test disinfectants in DE broth can halt
the antimicrobial action against the organism and allow the
surviving organisms to replicate and grow.
Historically, quantitation of Acanthamoeba organisms has

been performed with hemacytometer counts; however, the vi-
ability of organisms is not determined. There have been studies
that depicted only the presence or absence of viable organisms
by use of bacterial overlays, but enumeration was not accom-
plished. Other studies utilized a standard plaque counting as-
say for enumerating survivors. The plaque counting method
allowed for viability detection but could give results that are
difficult to interpret if the bacterial concentration on overlay
plates is too sparse, causing plaques to be too small or difficult
to distinguish from air bubbles in the medium. Also, if the
bacterial overlays are too concentrated, it is difficult to distin-
guish the plaques from the dense background (10). Our tech-

TABLE 4—Continued

Neutralization Advantage(s) Disadvantage(s)

Dilution using Norton’s neutralizer modified
with catalase and sodium thiosulfate

Viability determined; disinfectant neutralization
accomplished

Quantitation not determined; microscopic
examination

Not performed Hemacytometer is easy to use and provides
rapid enumeration of amoeba

Hemacytometer count will not reveal
accurate count of viable amoeba;
organisms had to be counted a second
time after 1 week; disinfectant
neutralization not performed—possible
stasis

Amoeba washed with phosphate-buffered
saline and resuspended in PYG broth

Viability is determined Quantitation not accomplished;
microscopic examination; disinfectant
neutralization not performed—possible
stasis

Amoeba washed and resuspended in Page’s
saline containing 0.7% lecithin and 0.5%
Tween 80

Viability determined; neutralizer used Quantitation not accomplished; limited
neutralizer efficacy

Amoeba washed once and resuspended in
0.15% KCl

Quantitation and viability determination
accomplished

Plaques can be difficult to read if
bacterial overlay is too dense or sparse;
air bubble interference; disinfectant
neutralization not performed—possible
stasis

Amoeba suspended in nonspecific neutralizer
and washed twice with Page’s saline

Quantitation and viability determination
accomplished

Multiple centrifugations might weaken
the organism; plaques can be difficult
to read if bacterial overlay is too dense
or sparse; air bubble interference;
limited neutralizer efficacy

Amoeba washed three times and
resuspended in Page’s saline

Viability determined Quantitation not accomplished; multiple
centrifugations might weaken the
organism; microscopic examination;
disinfectant neutralization not
performed—possible stasis

Amoeba washed twice and resuspended in
nutrient broth

Viability determined; hemacytometer is easy to
use and gives rapid enumeration of amoeba

Hemacytometer count will include viable
and nonviable amoeba; multiple
centrifugations might weaken the
organism; microscopic examination;
disinfectant neutralization not
performed—possible stasis

Multiple washings and dilution with
phosphate-buffered saline

Quantitation and viability determination
accomplished

Multiple centrifugations might weaken
the organism; microscopic examination

DE broth Quantitation, viability determination, and
neutralization accomplished; DE broth
already contains most of the necessary
neutralizers, making preparation of media
simple

Microscopic examination
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nique was flexible in regard to the consistency of bacterial
overlays, because the amoeba formed easily detectable tracks
with a unique appearance in the bacterial lawns and therefore
facilitated rapid determination of the presence or absence of
viable Acanthamoeba organisms. In the present study, titers
were determined by the Reed-and-Muench computation based
on assays performed in quadruplicate tissue culture wells. This
method produces reliable results that can be used to calculate
log reductions and D values (the log10 number of surviving
organisms versus time) for contact lens disinfection systems
against Acanthamoeba organisms.
Our method exemplifies a standard method for testing Acan-

thamoeba organisms because we combine a technique for via-
bility determination, an accurate quantitation method origi-
nated by Reed and Muench, and Dey-Engley neutralizing
medium for testing contact lens disinfection systems against A.
castellanii trophozoites.

We thank William M. Bell for technical advice and suggestions
relating to this procedure.

REFERENCES

1. Anger, C. B., and J. P. Curie. 1995. Preservation and disinfection, p. II-187–
II-213. In Contact lenses: the CLAO guide to basic science and clinical
practice, vol. II. Soft and rigid contact lenses. Kendall-Hunt, Dubuque, Iowa.

2. Auran, J. D., M. B. Starr, and F. A. Jakobiec. 1987. Acanthamoeba keratitis,
a review of the literature. Cornea 6:2–26.

3. Bowers, B., and E. D. Korn. 1968. The fine structure of Acanthamoeba
castellanii, the trophozoite. J. Cell Biol. 39:95–111.

4. Bowers, B., and E. D. Korn. 1969. The fine structure of Acanthamoeba
castellanii, encystment. J. Cell Biol. 41:786–805.

5. Connor, C. G., S. L. Hopkins, and R. D. Salisbury. 1991. Effectivity of
contact lens disinfection systems against Acanthamoeba culbertsoni. Optom.
Vision Sci. 68:138–141.

6. Culbertson, C. G. 1961. Pathogenic Acanthamoeba (Hartmanella). Am. J.
Clin. Pathol. 35:195–202.

7. Dey, B. P., and F. B. Engley, Jr. 1994. Neutralization of antimicrobial chem-
icals by recovery media. J. Microbiol. Methods 19:51–58.

8. Engley, F. B., and B. P. Dey. 1970. A universal neutralizing medium for
antimicrobial chemicals, p. 100–106. In Proceedings of the 56th Mid-Year
Meeting of the Chemical Specialities Manufacturers Association (CSMA),
New York.

9. Hendrickson, D. A., and M. M. Krenz. 1991. Reagents and stains, p. 1310. In
A. Balows, W. J. Hausler, Jr., K. L. Herrmann, H. D. Isenberg, and H. J.
Shadomy (ed.), Manual of clinical microbiology, 5th ed. American Society
for Microbiology, Washington, D.C.

10. Hugo, E. R., W. R. McLaughlin, K. H. Oh, and O. H. Tuovinen. 1991.
Quantitative enumeration of Acanthamoeba for evaluation of cyst inactiva-
tion in contact lens care solutions. Invest. Ophthalmol. Visual Sci. 32:655–
657.

11. Kilvington, S., Y. Anthony, D. J. G. Davies, and B. J. Meakin. 1991. Effect of
contact lens disinfectants against Acanthamoeba cysts. Rev. Infect. Dis.

13(Suppl. 5):S414–S415.
12. Larkin, D. F. P., S. Kilvington, and D. L. Easty. 1990. Contamination of

contact lens storage cases by Acanthamoeba and bacteria. Br. J. Ophthalmol.
74:133–135.

13. Ludwig, I. H., D. M. Meisler, I. Rutherford, F. E. Bican, R. H. S. Langston,
and G. S. Visvesvara. 1986. Susceptibility of Acanthamoeba to soft contact
lens disinfection systems. Invest. Ophthalmol. Visual Sci. 27:626–628.

14. Meisler, D. M., and M. B. Moore. 1991. Program planning for research on
Acanthamoeba. II. Environmental control and contact lenses. Rev. Infect.
Dis. 13(Suppl. 5):S446–S450.

15. Meisler, D. M., and I. Rutherford. 1991. Acanthamoeba and disinfection of
soft contact lenses. Rev. Infect. Dis. 13(Suppl. 5):S410–S412.

16. Moore, M. B. 1990. Acanthamoeba keratitis and contact lens wear: the
patient is at fault. Cornea 9(Suppl. 1):S33–S35.

17. Moore, M. B., J. P. McCulley, M. Luckenbach, H. Gelender, C. Newton,
M. B. McDonald, and G. S. Visvesvara. 1985. Acanthamoeba keratitis asso-
ciated with soft contact lenses. Am. J. Ophthalmol. 100:396–403.

18. Moore, M. B., J. P. McCulley, C. Newton, L. M. Cobo, G. N. Foulks, D. M.
O’Day, K. J. Johns, W. T. Driebe, L. A. Wilson, R. J. Epstein, and D. J.
Doughman. 1987. Acanthamoeba keratitis, a growing problem in soft and
hard contact lens wearers. Ophthalmology 94:1654–1661.

19. Morton, L. D., G. L. McLaughlin, and H. E. Whiteley. 1991. Effects of
temperature, amebic strain, and carbohydrates on Acanthamoeba adherence
to corneal epithelium in vitro. Infect. Immun. 59:3819–3822.

20. Nagington, J., and J. E. Richards. 1976. Chemotherapeutic compounds and
Acanthamoeba from eye infections. J. Clin. Pathol. 29:648–651.

21. Nash, P., and M. M. Krenz. 1991. Culture media, p. 1269. InA. Balows, W. J.
Hausler, Jr., K. L. Herrmann, H. D. Isenberg, and H. J. Shadomy (ed.),
Manual of clinical microbiology, 5th ed. American Society for Microbiology,
Washington, D.C.

22. Nauheim, R. C., R. J. Brockman, S. S. Stopak, P. W. Turgeon, G. Keleti,
M. I. Roat, and R. A. Thoft. 1990. Survival of Acanthamoeba in contact lens
rinse solutions. Cornea 9:290–293.

23. Page, F. C. 1967. Re-definition of the genus Acanthamoeba with descriptions
of three species. J. Protozool. 14:709–724.

24. Penley, C. A., S. W. Willis, and S. G. Sickler. 1989. Comparative antimicro-
bial efficacy of soft and rigid gas permeable contact lens solutions against
Acanthamoeba. CLAO J. 15:257–260.

25. Perrine, D., J. P. Chenu, P. Georges, J. C. Lancelot, C. Saturnino, and M.
Robba. 1995. Amoebicidal efficiencies of various diamidines against two
strains of Acanthamoeba polyphaga. Antimicrob. Agents Chemother. 39:339–
342.

26. Reed, L. J., and H. Muench. 1938. A simple method of estimating fifty
percent endpoints. Am. J. Hyg. 27:493–497.

27. Stehr-Green, J. K., T. M. Bailey, and G. S. Visvesvara. 1989. The epidemi-
ology of Acanthamoeba keratitis in the United States. Am. J. Ophthalmol.
107:331–336.

28. Sutton, S. V. W., T. Wrzosek, and D. W. Proud. 1991. Neutralization efficacy
of Dey-Engley medium in testing of contact lens disinfecting solutions.
J. Appl. Bacteriol. 70:351–354.

29. Thomas, P. A., and T. Kuriakose. 1994. Rapid detection of Acanthamoeba
cysts in corneal scrapings by lactophenol cotton blue staining. Arch. Oph-
thalmol. 108:168.

30. Zanetti, S., P. L. Fiori, A. Pinna, S. Usai, F. Carta, and G. Fadda. 1995.
Susceptibility of Acanthamoeba castellanii to contact lens disinfecting solu-
tions. Antimicrob. Agents Chemother. 39:1596–1598.

3526 NOTES APPL. ENVIRON. MICROBIOL.


